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bridge it is apparent that other strain gauge arrange- 
ments and associated circuitry may be applied to the 
tension strap depending on the magnitude of expected 
loads, desired accuracy of load reading, and other such 
factors familiar to those in the art. 

As shown in FIG. 1, the tension strap is attached to 
the base by a series of three screws 95 , 97 , 99 which 
fit into tapped apertures at the rear of the base. The 
front end of the strap is affixed to the back of yoke 17 
in an identical manner by screws 101, 103 , 105 (FIG. 
2). There should be noted indented portions 106 on 
each side of the U-cutout of the base into which the 
yoke fits. These indents serve as abutments to prevent 
accidental handling pressure on the yoke from compress- 
ing the tension strap and thereby bending it. Conversely, 
it is necessary that the yoke not be in contacting rela- 
tionship with the abutments or abutment corners since 
the resulting friction would adversely affect measuring 
accuracy. A separation of .005 inch here also is consid- 
ered sufficient for this purpose. 

In operation the measurer is mounted adjacent the 
take-up drum 107 of a common electric winch, the drum 
being preferably of the type having recessed line receiv- 
ing crevices 109 for preventing line overlay. In this ar- 
rangement the drum acts as the third pulley which is 
present in conventional measuring devices. The cable or 
line is threaded interiorly of pulley 47 and exteriorly 
of pulley 39 , as shown in the drawings. It thus leaves the 
drum and wraps partially on each of the two pulleys so 
that the angle of incidence and departure on pulley 47 
remains constant. In this manner a counterclockwise 
force is constantly exerted about the yoke axis or shaft 
25 . The movement of the yoke is, of course, imperceptible 
to the eye, since it is in effect anchored to the base by 
the tension strap. The counterclockwise force on the yoke, 
however, exerts a tensile force on strap 59 causing it to 
enter a tension state. As is well-known in the art, the 
tensed condition of the strap reduces the cross sectional 
area of the attached strain gauges in proportion to the 
force exerted. The changing resistance of the gauges is 
then read, as previously explained, on a millivolt meter 
which has been precalibrated with known line loads. 

It will be recognized that since the pulleys are free 
to translate along their rotational axis in accordance with 
the position on the drum of the unwinding line, the forces 
exerted on the lower pulley are maintained in a direction 
substantially perpendicular to the pulley axis thereby min- 
imizing frictional force losses and subsequent inaccurate 
readings. It is also noted that the angle of incidence and 
departure on the lower pulley is a critical factor in de- 
signing not only the base, yoke, and tension strap but 
also the gauges and associated circuitry. It is therefore 
contemplated that the lower pulley position may be ad- 
justable so as to vary this angle to satisfy the operating 
loads and characteristics anticipated. Although numerous 
modifications of the subject device may be contrived for 
this purpose there is shown in FIG. 4 an exemplary 
construction identical in all features to that described 
above except for the provision of an adjustable lower 
pulley axis. Thus by mere adjustment of lock bolts 113 , 
the axis 45 may be moved to accomplish the purpose 
noted. 

In view of the teachings hereinabove, it is apparent 
that the measuring device may be altered not only in size, 
shape, and materials but also as to the relative location 
of the pulleys to each other. Likewise varying arrange- 
ments for the strain gauges may be made. Thus, all such 
improvements, variations, and modifications are consid- 
ered to lie within the province and scope of the instant 
invention and it may be therefore practiced otherwise 
than as specifically explained. 

What is claimed and desired to be secured by Letters 
Patent is: 

1. An apparatus for measuring tension in a line and 
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for providing gauge readings directly proportional to the 
line tension comprising: 
a base member; 

line bearing means movably mounted on said base mem- 
5 her, comprising 

a yoke shaped member mounted on pivot like means 
to said base; 

a strap means having first and second ends; 
means attaching each said ends respectively to said base 
10 member and said line bearing means to restrain move- 
ment of the letter; 

electrical strain gauge means affixed to the surface of 
said strap means so that the application of force to 
said line bearing means varies the resistance of the 
15 strain gauges; 

an upper and lower pulley rotatably mounted and trans- 
lationally movable about axles affixed to said yoke 
shaped member, said lower pulley adapted to receive 
a line about a portion of its surface proximate said 
20 strap means and said upper pulley adapted to re- 
ceive the line about a portion of its surface remote 
from said strap means; and 
said strap means affixed to said yoke shaped member at 
a point intermediate said upper and lower pulleys 
25 so that radially directed forces exerted by the line 

at the lower pulley axis causes the strap to enter a 

state of tension. 

2. An apparatus for measuring tension in a line and 
for providing gauge readings directly proportional to the 

30 line tension comprising: 
a base member; 

line bearing means pivotally mounted on said base 
member; 

a strap means having first and second ends; 

35 means attaching each said ends respectively to said 
base member and said line bearing means to restrain 
movement of the latter; 

electrical strain gauge means affixed to the surface of 
said strap means so that the application of force to 
40 said line bearing means varies the resistance of the 
strain gauges; 

means on said base member for preventing movement 
of said line bearing means toward said strap means; 
a yoke included in said line bearing means having an 
upper and lower pulley axle affixed therein, said 
upper pulley axle affixed to said base to thereby pro- 
vide a pivotal mount for said yoke; 
each said upper and lower pulley axle supporting a 
pulley which is free for rotational and translational 
50 movement thereon; and 

said strap means affixed to said yoke intermediate said 
upper and lower pulley axles, the pulley on said 
upper axle adapted to receive a line about a portion 
of its surface remote from said strap means, and 
55 said pulley on said lower pulley axle adapted to re- 
ceive a line on a portion of its surface proximate 
said strap means so that load on the line exerts 
tensile force on said strap means. 

3 . An apparatus for measuring tension in a line and 
60 for providing gauge readings directly proportional to the 

line tension comprising: 
a base member; 

line bearing means pivotally mounted on said base 
member; 

65 a strap means having first and second ends; 

means attaching each said ends respectively to said 
base member and said line bearing means to restrain 
movement of the latter; 

electrical strain gauge means affixed to the surface of 
70 said strap means so that the application of force to 
said line bearing means varies the resistance of the 
strain gauges; 

means on said base member for preventing movement 
of said line bearing means toward said strap means; 
75 a yoke included in said line bearing means having an 
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upper pulley axle and lower pulley axle affixed there- 
in, said upper pulley axle extending to and mounted 
on said base to provide a pivot for said yoke, said 
lower axle adjustably movable with respect to the 
upper axle; 5 

a pulley for receiving a line rotatably and translational- 
ly disposed on each said upper and lower axles; and 
said strap means affixed to said yoke intermediate said 
upper and lower pulley axles, the pulley on said 
upper axle adapted to receive a line about a portion 
of its surface remote from said strap means, and said 
pulley on said lower pulley axle adapted to receive 
a line on a portion of its surface proximate said strap 
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means so that a load on the line exerts tensile force 
on said strap means. 
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